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Abstract. Unilateral external fixators are widely used in orthopedics to stabilize fractured bones 
and in the treatment of limb deformities. Vivo mechanical environment inside and around the 
fixator may influence the healing of fractured bone. Due to the existence of pin deviation may 
affect biomechanical environment of callus in the fracture gap. Finite element analysis was used 
to investigating stress and deformation of fixator-bone system under axial load, torsional load and 
bending load, comparing the biomechanical properties of two fixator structures: the one has pin 
deviation angle, the other has no pin deviation angle. These results reveal that the existence of pin 
deviation would affect the biomechanical environment of fractured bone. When fixator-bone 
system under three kinds of load, the stress and deformation of fixator-bone system were greater 
than that of fixator-bone system without pin deviation. This work provides orthopedics doctor 
useful information to predict the micromovements of fixator-bone system. 
Keywords: unilateral external fixators, pin deviation angle, finite element method, biomechanical 
properties. 
1. Introduction 
External fixation offers various advantages compared with other fixation methods [1-3]. In the 
majority of cases, it allows for easy reduction of the fracture, even under unfavorable soft-tissue 
conditions; in addition, secondary corrections can be made [4]. Furthermore, it is possible to 
modify fixation stiffness during treatment. Despite these positive qualities, there is a persistent 
high incidence of complications due to the progressive mechanical deterioration of the bone-pin 
interface, which leads to pin loosening and infection [5-8]. The stability of external fixator system 
has an important impact on the stresses and strains at the pin-bone interface. The pins are 
fundamental for the external fixation system. Pins in an external fixator are required to transmit 
large changing loads across the pin-bone interface and stabilizing this interface to prevent 
micromotion is a difficult problem. Stress created by an external fixator very likely has its pin 
loosening effect at the pin-bone interface. Unstable fracture fixation allows pin bending moments 
that cause fluctuating compressive stresses on the pin tract. Successful external fixator requires 
the stability of the apparatus and integrity of the pin-bone interface. Clinically, half-pins are 
inserted through the soft tissue to the bone from one side of the limb. Under ideal situations, pins 
are inserted into the bone perpendicularly, and the fixator is applied in neutral or straight position 
[9]. However, in the actual situation, it is difficult to inserting the pins into the bone accurately 
and appropriately as ideal situation. Pin deviation may affect bone stability and mechanical 
environment of the fixator-bone system and tissue in the fracture gap. Besides, callus formation is 
directly influenced by inter-fragmentary movement: less callus formation has been observed under 
stable conditions with small inter-fragmentary movements [10]. While delayed union or 
non-union was observed in cases of excessive inter-fragmentary movements [11-13]. So, the 
existence of pin deviation may influence micro-movements of fixator-bone system, and then affect 
INVESTIGATE OF THE INFLUENCE OF PIN DEVIATION ON THE BIOMECHANICAL ENVIRONMENT OF FIXATOR-BONE SYSTEM BY FINITE ELEMENT 
METHOD. JIANFENG LI, XIA ZHAO, CHUNJING TAO, RUN JI 
 ISSN PRINT 2345-0533, ISSN ONLINE 2538-8479, KAUNAS, LITHUANIA 129 
the fracture healing process. Meanwhile, how pin deviation influences the pin loosening and the 
biomechanical properties of the fixator-bone system, has never been clear and rarely studied by 
previous researchers. 
Therefore, the main goal of this study was to adapt finite element method to investigate the 
influence of pin deviation on the biomechanical environment of fixator-bone system under axial, 
torsional and bending load, through two different fixator-bone structures: the one is that pins are 
inserted into the bone perpendicularly without pin deviation, the other is that proximal pins are 
inserted into the bone with angular deviation. Through this study, the influence of pin deviation 
on the displacement, stress of the fixator-bone system can be obtained. Besides, this study provides 
useful information for orthopedics doctor to predict the stability of fixator-bone system. 
2. Methods 
2.1. Three-dimensional model of fixator-bone system 
CT images were used to establish the model of lower limb in this study. The slice thickness of 
the CT images was 1.5 mm in a 512×512 matrix. The DICOM data set, which consists of 225 CT 
images, was imported into Mimics (software version 18.0, Materialise, Leuven, Belgium) to 
reconstruct the surface geometry of the tibia. Based on the bone density threshold value, a 
segmentation process was carried out each slice of the CT data to generate tibia bone. 
The external fixator systems, the Orthofix frames were designed using three-dimensional 
Computer Aided Design software (Solidworks 2012, Dassault Systems Solidworks Corp.USA). 
To simulate bone fixation, two pins were fixed at the tibial diaphysis, the distance between the 
external and the bone was set at 45 mm. The two-different pin-fixator structures shown in Fig. 1, 
the one is that pins are inserted into the bone perpendicularly without pin deviation, the other is 
that distal pins are inserted into the bone with 15 degrees of angle and proximal pins have no pin 
deviations. The distance between the external and the bone was set at 40 mm for two structures. 
 
Fig. 1. The physical model of fixator-bone system. 𝐿଴ = 𝐿ହ = 83 mm; 𝐿ଶ = 𝐿ଷ = 40 mm;  
𝐷 = 90 mm; 𝑑 = 4 mm, 𝐿ସ = 60 mm, 𝜃 = 0-30° 
2.2. Finite element model of fixator-bone system 
The STL files of the bones was imported into ANSYS (ANSYS.Software, US) and meshed 
with tetrahedral elements. Using a finite element model created with 10 node tetrahedral elements, 
for a total of 57,674 elements and 90,500 nodes. The convergence of the finite element results was 
confirmed by increasing mesh density. The (isotropic) Young’s modulus of cortical bone was 
taken equal to the average value of the Young’s modulus of the BONE models. The cortical bone 
has been considered with elasticity modulus 𝐸 = 17 GPa and a Poisson’s ratio of 0.3 [14]. The 
specific mass of bone is considered with1800 kg/m3. 
The fixators were meshed with four nodes tetrahedral linear elements. The total number of 
elements and nodes for the fixator model are 624,000,139,000 in fixator-bone system. The contact 
surface between the external fixator and the bone was set with a friction coefficient of 0.4 based 
on a previous study [15]. The fixator was assigned a Young’s modulus of 190 GPa and a Poisson’s 
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ratio of 0.3 (manufacturer’s data). These values were also applied to the fixator parts. For the 
unilateral fixator, the stainless steel parts, being the extension tubes, screws, bolts and fixator rod, 
were assigned a Young’s modulus of 190 GPa and a Poisson’s ratio of 0.3. The contact settings 
between the various fixator parts were adopted from a previous study [16].  
2.3. Loading and boundary conditions 
Loading and boundary conditions can be shown in Fig. 2. When applied axial load, boundary 
conditions for the fixator-system are shown in Fig. 2(a). the distal bone end was fixed, and 
proximal bone end was subjected to a axial force (𝐹 = 600 N). When fixator-bone system under 
torsional load, the distal bone end was fixed and proximal bone end was subjected to a torque 
(𝑇 = 15 N.m/degree) shown in Fig. 2(b). For 4-point bending load, the two loads were applied on 
the position 90 mm away from the fracture gap (𝑃 = 500 N) shown in Fig. 2(c). The degrees of 
freedom (DOFs) of the bone ends were fixed. For these three loading conditions, to avoid apparent 
stress concentration, the loads were applied onto the eight nodes surrounding the loading points. 
Fixator-bone system with pin deviations or without pin deviations are applied same loads and 
conditions.  
 
a) 
 
b) 
 
c) 
Fig. 2. Loading and boundary condition for fixator-bone system with pin deviations or without pin 
deviations: a) loading and boundary conditions for compression load, b) loading and boundary  
conditions for torsion load, c) loading and boundary conditions for 4-point bending 
3. Results 
3.1. Stress of fixator-bone system without pin deviation under three loads  
Fig. 3 shows the contour plots of the equivalent von Mises stress for the fixator-bone system 
without pin deviations under axial torsional and bending loads. Shown in Fig. 3(a), when 
fixator-bone system is in neutral position and having no pin deviations, the maximum stress value 
was 523.78 MPa occurred at the contact surface between pin and bone. When under torsional load, 
the maximum stress value (524.16 MPa) also observed at the pin surface, and approximately 
equivalent to that of the axial load, as shown in Fig. 3(b). In addition, greater torsional load can 
lead to stress shielding at fracture site. Nevertheless, for Fig. 3(c), the highest von Mises stress 
occurred at the bone closed to the pin, which is 106.56 MPa, that is far lower than that of axial 
and torsional loads. 
3.2. Deformation of fixator-bone system without pin deviation under three loads 
Fig. 4 shows the deformation of fixator-bone system without pin deviation, when under axial, 
torsional and bending load. Fig. 4(a) shows that, under axial load, the maximum deformation of 
fixator-bone system is 3.4363 mm and occurs on the pin-bone surface. For Fig. 4(b), the maximum 
torsional deformation is 1.1598 mm, and appear on the fractured site. Fig. 4(c) displays the 
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deformation of fixator-bone system when applied bending load, the results also predicted that 
bending load cause a deformation (1.5771 mm) at the fractured site. 
 
a) 
 
b)  c) 
Fig. 3. Stress distribution of fixator-bone system without pin deviation under axial, torsional and bending 
load: a) stress distribution of fixator-bone system without pin deviations under axial load,  
b) stress distribution of fixator-bone system without pin deviations under torsional load,  
c) stress distribution of fixator-bone system without pin deviations under bending load 
 
a)  b)  c) 
Fig. 4. Deformation of fixator-bone system without pin deviation under axial, torsional and bending load: 
a) deformation of fixator-bone system without pin deviation under axial load, b) deformation of 
fixator-bone system without pin deviation under torsional load, c) deformation  
of fixator-bone system without pin deviation under bending load 
3.3. Influence of angular deviation on the fixator-bone system under three loads 
Shown in Fig. 5(a), when fixator-bone system under axial load and pin deviation changed  
0-20 degrees, the stress growth trend showed a slow increasing trend and reached to 680 MPa, 
compared with having no pin deviation, increased by about thirty percent. After the pin deviation 
of 20 degrees, the trend of stress begins to steeper, meaning the effect of pin deviation on the 
fixator-bone system will greater. The same information can also be observed on the torsional load, 
when pin deviation increases from 0-20 degrees, the growth trend of stress is relatively slow, while 
the growth trend of stress begins to higher when the pin deviation angle is bigger than 20 degrees. 
The results indicate that the presence of pin deviation angle make the maximum stress of 
fixator-bone system increased, which will conductive to harm the healing process of bone. When 
fixator-bone system under bending load, similar phenomenon can also be observed. The change 
of pin deviation has the greatest influence on the biomechanical environment of fixator-bone 
system. Because, pin deviation changes 1 degree, the maximum stress of fixator-bone system 
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average increased by 19.82 MPa under bending load, increased by 10.707 MPa under axial load, 
and increased by 10.894 MPa under torsional load. 
Fig. 5(b) displays the influence of pin deviation (0-30°) on the deformation of fixator-bone 
system under axial, torsional and bending loads. No matter what kind of load, the presence of pin 
deviation could increase the deformation of the fixator-bone system. Similar to the stress results, 
when pin deviation varies from 0° to 20°, the deformation of fixator-bone system shows a slowly 
increased trend under three loads. Meanwhile, the growth rate of deformation becomes bigger 
when deviation angle is more than 20 degrees. The same rule doesn't look obviously in axial load, 
due to the growth rate of the maximum deformation is very small, indicating the effect of pin 
deviation on the axial stiffness and stability of the fixator-bone system is relatively small, but still 
have great influence on the biomechanical environment fixator-bone system. 
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b) 
Fig. 5. The influence of pin deviation (0-30°) on the fixator-bone system under axial, torsional  
and bending load: a) the influence of angular deviation (0-30°) on the stress of fixator-bone system  
under axial, torsional and bending load, b) the influence of angular deviation (0-30°)  
on the deformation of fixator-bone system under axial, torsional and bending load 
4. Conclusions 
In our study, no matter applied what kind of load, the present of pin angle deviation could 
cause the stress and displacement of fixator-bone system increased, which could harm to the 
stability of fixator-bone system. More important, when pin deviation angle changes during 0-20°, 
the growth rate of stress or deformation very slow, and when it’s more than 20°, the trend began 
to steeper, meaning the effect of pin deviation on the stability of the fixator-bone system will 
greater. Therefore, the orthopedics should try to avoid the pin deviation angle greater than 
20 degrees in the process of operation. Besides, compared with the axial and torsional load, a 
change in deviation angle has a greater influence on the stress or deformation value of fixator-bone 
system due to higher rise rate, when under bending load.  
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